125 radioimmunoassay (RIA) is currently the standard technique for quantifying cerebrospinal fluid (CSF) orexin-A/hypocretin-1, a biomarker used to diagnose narcolepsy type 1. However, orexin-A RIA is liable to undergo cross-reactions with matrix constituents generating interference, high variability between batches, low precision and accuracy, and requires special radioactivity precautions. Here we developed the first quantitative mass spectrometry assay of orexin-A based on a multiple reaction monitoring (MRM) approach. This method was tested in keeping with the Clinical and Laboratory Standards Institute (CLSI) guidelines and its clinical relevance was confirmed by comparing patients with narcolepsy type 1 versus patients with other neurological conditions. The results obtained using MRM and RIA methods were highly correlated, and Bland-Altman analysis established their interchangeability. However, the MRM values had a wider distribution and were 2.5 time lower than the RIA findings. In conclusion, this method of assay provides a useful alternative to RIA to quantify orexin-A, and may well replace it not only in narcolepsy type 1, but also in the increasing number of pathologies in which the quantification of this analyte is relevant.
The hypocretins (Hcrt), which are also known as orexins, consist of two neuropeptides, orexin-A/hypocretin-1 (Orex-A/Hcrt-1) and orexin-B/hypocretin-2 (Orex-B/Hcrt-2). They originated from the same precursor gene (preprohypocretin) present in a few thousand neurons localized in the perifornical area of the lateral hypothalamus 1, 2 . The longer peptide of the two, Orex-A/Hcrt-1, contains 33 amino acids, and the shorter one, Orex-B/ Hcrt-2, 28 amino acids 3 . After being released, these peptides bind to two 7-transmembrane G-coupled receptors, Hcrt receptor 1 (Hcrt-1R) and 2 (Hcrt-2R) 3 . Hcrt-1R is abundantly expressed in the locus coeruleus and the dorsal raphe nucleus, and has a preferential binding affinity for hypocretin-1, whereas Hcrt-2R is expressed in several brain regions and binds to both forms of Hcrt with a similar affinity [4] [5] [6] . Hcrt-containing neurons project widely in the brain to target sites involved in sleep/wake regulation and arousal processes, reward-motivated behavior, endocrine homeostasis, and stress states [7] [8] [9] . More than a decade ago, a dramatic decrease (85-95%) in the number of Hcrt neurons was identified as the cause of human narcolepsy with cataplexy 10, 11 . Narcolepsy was further divided in the third revised International Classification of Sleep Disorders into narcolepsy type 1 (NT1), which is also known as hypocretin deficiency syndrome, and narcolepsy type 2 (narcolepsy with normal hcrt levels) rather than being classified as previously as narcolepsy with and without cataplexy 12 . Highly specific and sensitive methods of measuring patients' CSF hcrt-1 levels are therefore required for diagnosing NT1 1 . Recent studies have also suggested that these levels are
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of interest in patients with neurodegenerative disorders: a relationship is in fact thought to exist, between hcrt-1 and brain accumulation of β -amyloid peptides in Alzheimer's disease [13] [14] [15] . Orex-A/Hcrt-1 can be measured in crude CSF using the I 125 Radio-Immuno-Assay (RIA) kit available from Phoenix Pharmaceuticals (Belmont, CA): values below 110 pg/ml (using the Stanford reference sample) are highly specific to NT1 1 . If RIA is often used and currently considered as the standard clinical method to measure CSF Orexin-A 1, 16 , enzyme immunoassay (EIA) 17 and fluorescence immunoassay (FIA) 18 approaches have been also developed to quantify this analyte.
Since it involves the use of radioactive materials, RIA requires specific precautions for the use and disposal of these materials. RIAs have many other disadvantages, including possible cross reactivity with matrix constituents, great variability between batches, and low precision and accuracy. To avoid these constraints, new methods of quantification are therefore required for measuring CSF orexin levels. Approaches such as targeted mass spectrometry (MS) and especially multiple reaction monitoring (MRM) using internal standards can be used to develop quantitative assays with a high level of specificity, precision and robustness 19 . The latest Selected Reaction Monitoring/Multiple Reaction Monitoring (SRM/MRM) methods which have emerged during the last few years for quantifying biomarkers in clinical contexts 19 are based on the principle of monitoring specific ions called proteotypic peptides and fragments of these ions known as transition fragments. This data-dependent MS approach, which lends itself particularly well to studies in the field of clinical chemistry proteomics 20 , often relies on the use of a triple quadrupole mass spectrometer. Recent multi-site trials confirmed that this approach is compatible with clinical applications in terms of reproducibility and robustness 21, 22 . If MS appears an interesting alternative to RIA to measure CSF orexin-A levels, this approach has however some disadvantages including the cost of equipment, the complexity of the workflows and the need for high skilled operators.
The innovative method to quantify Orex-A/Hcrt-1 in human CSF described in the present study is based on the use of liquid chromatography combined with mass spectrometry (LC-MS) in the MRM mode with internal standards to ensure absolute quantification. The performance of the method was tested in terms of specificity, reproducibility, and repeatability, as well as its limit of blank (LOB), of detection (LOD), of quantification (LOQ) and the linearity. A clinical validation was then performed comparing LC-MRM and RIA in a selected population of patients with either normal or hypocretin-deficient conditions.
Results

Quantification of CSF orexin-A using the LC-MRM method.
A full scan mass spectrum of the light orexin-A peptide standard was first recorded in order to select parent ions for the LC-MRM measurements. The ions generating the most intense peaks, [M+ 4H] 4+ (m/z 891) and [M+ 5H] 5+ (m/z 713), which were selected as precursor ions (Fig. 1A,B) , were fragmented in a Product Ion Scan (PIS) and the fragments generated were examined. Four transitions per peptide were monitored and one transition (713.3-> 854.1) was used as a quantifier. Based on these results, the MRM method was optimized for the Collision Energy (using Agilent Technologies' "peptide optimizer" software program). The Collision Energy was optimized for each transition in order to obtain the most sensitive method ( Table 1) .
The best conditions of sample re-suspension were obtained with 20% acetonitrile/1% formic acid/79% water, storing the samples in a LC on a deactivated glass vial insert. Samples were injected in 15% of the B phase (90% ACN, 0.1% FA) at a flow rate of 0.1 mL/min ( Table 2 ). The total duration of the LC-MRM run was 6 minutes which is compatible with high throughput clinical analyses (the elution of orexin-A was observed after 3.5 min).
Analytical validation of the LC-MRM orexin-A assay. The analytical precision of the calibration standards (as determined by performing reproducibility tests) ranged from 3 to 14% (Table 3 ). In human CSF samples with normal orexin-A concentrations (> 200 pg/mL on RIA), the analytical precision tested by repeating five times measurement on pooled CSF samples with different values (32.9, 29.6, 39.3, 28.1 and 34.8 pg/mL) was lower than 7%. The mean CV of eleven individual CSF samples with normal CSF orexin-A levels analyzed in duplicate was lower than 15%. The results of the reproducibility tests performed on three different days using calibration standards, ranged from 8 to 21%. A new calibration curve was then drawn up on each series of biological samples in order to reduce the level of analytical variation. The final accuracy values obtained with pooled blank CSF spiked with various amounts of orexin-A standard (14, 25 , 50 pg/mL) ranged between 94 and 104% (Table 4) .
In order to determine the selectivity of the LC-MRM method, MRM chromatograms of three blank CSF samples were compared with that obtained on a blank CSF sample spiked with 50 pg/mL of light orexin-A standard. The fact that no MRM signal was detected in the chromatograms of the blank CSF samples at the orexin-A retention time confirmed the high selectivity of the method.
Assessment of the quantification. The calibration curves were generated by performing linear regression analysis and plotting the peak area ratios (light orexin-A standard/labeled orexin) versus the concentration ratios (Table 3) . Based on the values obtained with RIA, calibration curves were generated to cover the 0-200 pg/mL concentration range using 10 calibration points (n = 5). Each concentration was tested to detect the presence of outliers (Dixon test, P = 99%) and to determine the normal distribution (David test, P = 99%): the results showed the presence of no outliers. The linearity of the method was confirmed, based on the Pearson correlation criterion r 2 > 0.99 (Fig. 2B) . The LOB was 0.006 pg/mL, the LOD 0.009 pg/mL in H 2 O/ACN/FA (80/20/0.1, v/v/v) and the LOQ was 0.025 pg/mL, based on 3 replicates and 5 measurements. The absence of memory/carry-over effects was confirmed by re-analyzing the calibrator/calibration points without adding SIS at the end of the analytical sequence. The results of LC-MRM quantification were not affected by the dilution of the samples, since the linear regression coefficients consistently showed a high level of linearity (R 2 > 0.99). In addition, the fact that the inter-day coefficient of variation was lower than 20% on the 4-20 pg/mL range in the case of all the calibration points shows that the orexin-A standard was highly stable at a temperature of 4 °C. Matrix effects. Comparison of the MS peak areas of the SIS spiked either in blank CSF or in H2O/ACN/FA 80/20/0.1, v/v/v revealed a matrix related to ion suppression of 97% of the signal intensity. This difference was mainly due to the previously described high molecular complexity of the CSF matrix in comparison with that of the solvent, which impacted the process of ionization 23 . This matrix effects could however be balanced by adding in the CSF isotope-labelled internal standard and by relying on ratios for quantification.
Comparison between LC-MRM and RIA methods. CSF samples with normal orexin-A levels (i.e.
> 200 pg/ml, n = 22 patients with various neurological disorders) and low orexin-A levels (i.e. < 110 pg/ml, n = 22 patients with NT1) determined using the standard RIA method were reanalyzed using the LC-MRM method. A significant between-group differences in the CSF orexin-A levels were observed with the two methods (Mann-Whitney test, p < 0.000001) (Fig. 3B,C) . To minimize the differences between the RIA and MRM measurements, the RIA standards were used to generate the MRM calibration curve; however, the CSF orexin-A levels obtained using the latter method were 2.5 times lower on average than the RIA values, namely 105 and 254 pg/mL, respectively, in the control group. The orexin-A values were also more widely distributed in the case of the MRM method. We found a significant positive correlation between MRM and RIA results (r2 = 0.898, Spearman's r P < 0.001) and the Bland-Altman plot (Fig. 3D ) validated the commutability of these methods (since the differences between the results obtained were in the + /− 1.96 SD range). However, the slope of the linear correlation ( Fig. 3A) (0.394x) confirmed that our MRM assay values were more than two times lower than those obtained with RIA. This result is likely related to the fact that MS methods are fully specific (i.e. only orexin-A is quantified) Table 1 . MRM transitions for orexin-A with collision energy and resolution. Corresponding data on the SIS are given in brackets. The transition used as the orexin-A quantifier is presented in bold print.
while commercial antibodies might cross react with other molecules. The LC-MRM intra assay CV was 8% as compared to 7% for RIA while the MRM inter-assay CV was 15% as compared to 31% for the RIA. This high inter-assay CV for the RIA method is likely in relation with the variability in antibody batch quality, purity of the peptide and specific activity (counts per minute per one mole of hypocretin) of the labeled I125-hypocretin ligand.
Discussion
The reliable innovative quantitative approach developed and validated here for measuring CSF Orexin-A/Hcrt-1 using LC-MRM methods was found to show high specificity, reproducibility, repeatability, linearity and low limits Table 4 . Accuracy of the LC-MS orexin-A assay.
of detection and quantification. This new method could well differentiate two populations of patients with normal and low CSF orexin-A (i.e. patients with NT1) but it generated orexin-A values that were more widely distributed.
The demand for means of measuring CSF orexin-A levels in the context of sleep disorders has been increasing since the recent publication of the revised International Classification of Sleep Disorders, in which narcolepsy has been divided into type 1 and 2 depending on CSF hypocretin-1 levels 24 . Recent studies have also suggested that this parameter may be of particular interest in patients with neurodegenerative disorders and that a relationship may exist between the orexin-A/hypocretin-1 levels and β -amyloid peptides metabolism 13, 14, [25] [26] [27] . I 125 RIA is the standard clinical method currently used to measure orexin-A in CSF because this method is sufficiently sensitive to detect this analyte, which is present in humans in very low amounts. However, RIA has some major drawbacks including poor inter-batch intermediate precision, and the need to take highly stringent and costly precautions for the use and disposal of radioactive material. In addition, this method based on immunocompetition is highly susceptible to interference and liable to generate cross-reactions with metabolized fragments, circulating receptors and other analogous endogenous proteins 28, 29 . False-positive or negative results may therefore occur and the concentrations recorded may not reflect the actual endogenous values due to a lack of specificity and the variability of the origins and purity of the standards used to generate calibration curves 30 . One interesting alternative to immunodetection methods is represented by quantitative mass spectrometry in MRM mode that improves assay specificity. This bioanalytical approach can be used to unambiguously identify the target with a high level of reproducibility and robustness 20 , and is currently held to be the most suitable method in the field of clinical chemistry proteomics 31 as for small molecules and xenobiotics. Importantly, the use of an internal standard helps to reduce variability linked to the sample preparation and to interaction with proteins within the sample 32 . In order to measure the low levels of CSF orexin-A present in humans, we had to develop a pre-fractionation protocol based on the use of Solid Phase Extraction. This method results in the generic depletion of abundant analytes making it possible to perform in-depth proteome analysis 23 . The outstanding analytical performances of our novel LC-MRM method in terms of specificity, reproducibility, repeatability and linearity and limits of detection and quantification make it eminently suitable for clinical applications. If MS appears therefore to be an interesting alternative to RIA, this approach has however some disadvantage including the cost of equipment, the complexity of the workflows and the need for high skilled operators. Comparisons with the existing commercial RIA method showed that the values obtained using the two approaches were highly correlated and could distinguish equally patients with NT1 and other neurological patients. However, a 2.5-fold difference was observed between the CSF orexin-A levels obtained using the LC-MRM and RIA methods, which may have been attributable to immunoassay interference.
As all the patients with NT1 previously tested have been found to show low CSF orexin-A levels (< 110 pg/ml) due to the loss of approximately 90% of the orexin-expressing neurons, the highly sensitive standard RIA method has been widely used as a diagnostic tool for discriminating between patients with NT1 and other conditions 10, 11, 33 . In a previous study on rats, a 50% decrease in the CSF orexin-A levels was observed when 73% of the orexinergic neurons were lost, but there were some discrepancies between measurements 34 . More than 80% of all patients with narcolepsy with atypical cataplexy, without cataplexy and those with other sleep or neurological disorders were found to have normal CSF orexin-A levels (> 200 pg/ml) based on the RIA findings, which suggests that the majority of these patients' orexinergic neurons remain intact 1, 16, 35 . A postmortem study on a patient with narcolepsy without cataplexy recently indicated that a loss of 33% of the orexin-positive cells had occurred, probably due to a partial loss of neurons, which the RIA per se failed to bring to light 36 . Likewise, some discrepancies were previously reported between the total number of orexin-A immunoreactive neurons quantified in postmortem hypothalami (corresponding to a 40% decrease in the number of cells) and the orexin-A concentrations measured in postmortem ventricular cerebrospinal fluid (corresponding to a 14% decrease) from patients with Alzheimer's disease 37 . RIA has been increasingly used to quantify CSF orexin-A despite its technical drawbacks, with limited and controversial usefulness in clinical contexts so far, however, with the exception of NT1 patients.
In conclusion, the reliable innovative method based on LC-MRM developed and tested here for quantifying CSF orexin-A may therefore well replace RIA in the future. Between-method comparisons on larger populations, including patients with NT2, with other central hypersomnias, with intermediate CSF orexin-A levels based on the RIA findings are needed to replicate and extend our preliminary findings. Further studies are also required to define pathological cutoffs using this alternative method, and to explore the role of orexin-A in the neurobiology of sleep in neurodegenerative disorders.
Methods
Characteristics of subjects. In order to test the MRM method, a pool of CSF samples from patients (n = 20) with various neurological disorders but not NT1 was used (RIA concentration of orexin A> 200 pg/mL). CSF was collected in polypropylene tubes under standardized conditions. Each CSF sample was sent to the laboratory within 4 hours of being collected and centrifuged at 1000 g for 10 minutes at 4 °C. CSF was aliquoted into 1.5-mL polypropylene tubes and stored at − 80 °C until further analysis. To test the validity of the MRM method the following two clinical population samples were set up: 1) 22 drug-free patients (8 females, mean age: 27.7 ± 18.7 and 14 men, mean age: 24.5 ± 12.7) with typical NT1 defined by the presence of sleepiness, clear-cut cataplexy, human leukocyte antigen (HLA) DQB1*0602 positivity, at least two sleep onset REM periods and a mean sleep latency below 8 min during the multiple sleep latency test. All these patients underwent a lumbar puncture prior to the study and were found to have low CSF Orex-A/Hcrt-1 levels (< 110 pg/ml) as determined by performing direct I 125 RIA; and 2) 22 drug-free patients (16 females, mean age: 38.1 ± 16.4 and 6 men, mean age: 42.8 ± 13.9) with various neurological disorders but not NT1. These patients underwent a lumbar puncture prior to the study and were found to have CSF Hcrt-1 levels > 200 pg/ml as determined by performing direct I 125 RIA. Demographic, clinical and neurophysiological parameters of these patients are presented in Table 5 .
Preparation of orexin-A standard solutions for LC-MRM assays. Human orexin-A standard
(pyroEPLPDCCRQKTCSCRLYELLHGAGNHAAGILTL-NH 2 ) was purchased from Phoenix Scientific and internal orexin standard (pyroEPL*PDCCRQKTCSCRL*YEL*L*HGAGNHAAGIL*T*L-NH 2 ) [13C6, 15N] Leu* with a purity > 97% as assessed by performing RP-HPLC and MS was purchased from Eurogentec (Seraing, Belgium). Standard peptides were synthesized in lyophilized form with the same amino acid sequence (33 AA), folding pattern (2 disulfide bridges Cys 6-12; 7-14), N-terminal pyroglutamination and C-terminal amidation as the RIA standard (Fig. 1C) . Purchased stable isotope standard (SIS) and unlabeled orexin A peptide standards were dissolved in water (water ULC-MS, ref. Liquid Chromatography-Multiple Reaction Monitoring. Analyses were performed on a 1290 HPLC system (Agilent technologies) coupled to a 6490 triple quadrupole mass spectrometer with an Electro Spray Ionisation (ESI) source operating in the positive mode and in the MRM mode (Agilent technologies, Waldbronn, Germany). Data acquisition and analysis were performed using MassHunter workstation data acquisition and Masshunter Quantitative Analysis (version B07), respectively. Liquid chromatography (LC) separation was performed with a reversed-phase Zorbax 300 SB-C18 column kept at a temperature of 50 °C with a flow rate of 0.1 mL/min. A maximum pressure was set at 400 bars. The mobile phases consisted in (A) 0.1% FA in water containing 3% acetonitrile and (B) 0.1% formic acid in acetonitrile. The solvent gradient was set as follows (time, vol% solvent B): 0 min, 15; 0.2 min, 25; 4 min, 38; 4.5 min, 100; 5.5 min, 100; 6 min, 15 min. The ESI was set up using the following settings: capillary voltage 3000 V, gas flow 12 L/min at a temperature of 150 °C, sheath gas flow rate 7 L/min at a temperature of 250 °C, nebulizer at a pressure of 45 psi. Precursor ions were transferred into the first quadrupole with a cell accelerator voltage of 5 V, a high pressure ion funnel RF set at 150 V and a low pressure ion funnel RF set at 110 V. Collision energies were optimized for the peptide transitions of interest (Table 1 ). All transitions were used as qualifiers by automatic detection on specific retention time windows. One transition was used as quantifier. 
Continuous variables were expressed in median [minimum value-maximum value], (2) Information available only in 18 NT1 patients.
Calibration curves and quality control samples for orexin-A LC-MRM assays. Calibration curves were generate over a 0-200 pg/mL range (0, 4.0, 7.5, 10.0, 14.0, 19.0, 25.0, 50.0, 100.0, 200 .0 pg/mL) in water/ acetonitrile/formic acid (80/20/0.1, v-v:v) with unlabeled Orexin-A and spiked with SIS (50 pg/mL). Calibrator standards were vortexed for 10 minutes and transferred to deactivated glass vial inserts prior to (n = 5) LC-MRM analysis. The validity of the method was checked by carrying out linearity tests as defined in the EP17 guidelines published by the Clinical and Laboratory Standards Institute (CLSI) 38 , with 1/limits of blanks (LOB) defined by mean _blank+ 1.645 SD _blank), 2/limits of detection (LOD defined by mean _blank+ 3 ( SD _blank)), and 3/limits of quantification (LOQ defined by mean _blank+ 10 ( SD _blank)) of the area ratios between unlabeled Orexin-A/SIS standard)).
Effects of dilution on integrity, stability, repeatability and accuracy. The effects of sample dilution were assessed by analyzing a CSF sample spiked with unlabeled light orexin-A standard (100 pg/mL) and diluted serially 3-, 6-, 9,-and 12-fold with a pool of blank CSF. A 500-μ L aliquot of each dilution was taken and spiked with the SIS (50 pg/mL) before preparing the samples and performing LC-MRM measurements. The short-term stability of the analyte was assessed by measuring the calibration standards after storing them in the LC auto-sampler for several hours at 4 °C. The peak area ratios obtained (analyte/SIS) on orexin-A were analyzed to determine the stability of the analyte.
The repeatability of the LC-MS procedure was tested on all the calibration standards by measuring them five times in a row. The Relative Standard Deviation (RSD) and coefficient of variation (CV) were calculated from the area ratios obtained on unlabeled orexin-A/SIS. The repeatability was also determined in CSF samples. Pooled human CSF containing > 200 pg/mL of orexin A quantified by RIA was measured five times and individual CSF samples (n = 10) with concentrations of orexin A ranging from 202 pg/mL to 391 pg/mL were measured in duplicate. To assess the reproducibility, calibration standards were prepared independently on three different days and measured five times each, and the inter-day precision was then calculated.
To assess the accuracy of the method, pooled blank CSF was spiked with 14, 25 and 50 mL of orexin A and all the samples were spiked with SIS (50 pg/mL). Sample preparation and MRM measurement were carried out as described in the case of CSF samples/above. The accuracy was calculated from the measured and theoretical concentrations, using the formula "Accuracy = [(calculated concentration)/(expected concentration)] × 100".
The selectivity of the method was tested by comparing blank CSF samples and samples of CSF spiked with the orexin-A standard. MRM chromatograms of blank CSF samples were examined to detect any interferences in the retention time window of the orexin-A standard. Carry-over was determined by analyzing blank samples directly after LC-MRM runs with the highest calibration standards.
The occurrence of matrix effects was assessed by comparing the peak areas of the blank CSF spiked with SIS and spiked H 2 Statistical analysis. Percentages were used for categorical variables and medians and ranges for quantitative variables; the distribution of continuous variables was mostly skewed, according to the Shapiro-Wilk test. Mann-Whitney test were used to compare categorical variables between groups. Spearman's rank correlation coefficient was used to compare two continuous variables. Significance level was set at p < 0.05. The Bland and Altman plot 39 was also used to test the interchangeability of the methods. Statistical analyses were performed using Medcalc software program (15.2.2).
Ethics Statement. The study protocol was approved by the local ethical committee (Comité de Protection des Personnes -Ile de France 06). The methods were carried out in accordance with the approved guidelines and regulations. Each participant signed legal consent forms. Informed consent was obtained from all subjects.
The samples/specimens were stored in a registered biological collection (#DC-2008-417) at the Montpellier CHU's certified NFS 96-900 biobank (Ref: BB-0033-00031 www.biobanques.eu).
